Evaluation of two ELISA kits for the detection of Aujeszky's disease antibodies in pigs.
This work describes the evaluation of two commercial ELISA kits for the detection of gI antibodies against Aujeszky's disease. A collection of experimental sera from infected pigs, field sample sera, and sera from pigs vaccinated with seven different modified gI-negative commercial vaccines were used to evaluate each test. Both ELISA kits showed good reproducibility, and specificity, but differences could be appreciated in sensitivity when sera obtained at early stages of infection was analysed. These results also indicated that both kits could be used in conjunction with the seven vaccines evaluated in this study.